To determine the long-term safety of high-density subvisible diode micropulse photocoagulation (810 nm), compare the clinical findings with computational modeling of tissue hyperthermia and to report results for a subset of eyes treated for diabetic macular edema (ME) documented pre-and postoperatively by spectral-domain optical coherence tomography.
All eyes treated for ME from diabetic retinopathy (diabetic ME) and branch retinal vein occlusion between April 2000 and January 2010 were reviewed for subvisible diode micropulse laser-induced retinal damage. Therapeutic outcomes were reviewed for a subgroup treated for diabetic ME with pre-and postoperative spectral-domain optical coherence tomography. Laser-induced retinal thermal effects were modeled computationally using Arrhenius formalism.
A total of 252 eyes (212 diabetic ME, 40 branch retinal vein occlusion) of 181 patients qualified. None of the 168 eyes treated at irradiance <350 W/cm2 and 7 of 84 eyes at ≥ 590 W/cm2 had retinal damage (P = 0.0001) (follow-up 3-120 months, median, 47). Sixty-two eyes of 48 patients treated for diabetic ME with preand postoperative spectral-domain optical coherence tomography with median 12 months follow-up had no retinal injury by infrared, red-free, or fundus autofluorescence photos; fluorescein angiography or indocyanine green angiography; or spectral-domain optical coherence tomography. Central foveal Display Settings: Abstract E-mail sent to jstauffer@iridex.com PubMed luttrull, long-term safety
